[On the X-ray acquisition parameters in AXIOM artis].
This article analyzes mainly the X-ray imaging acquisition parameters in AXIOM Artis X-ray equipment, the relationship between the parameters, and how to select acquisition parameters in cardioangiography. We have sought a set of X-ray imaging acquisition parameters for producing optimal image in cardioangiography.